
6

4

7

PO2
Start by iHealth PO2 – Pulse Oximeter
Instruction Manual

EN

Principle of the Oximeter is as follows: An experience formula of data process is 
established taking use of Lambert Beer Law according to Spectrum Absorption 
Characteristics of Reductive Hemoglobin (Hb) and Oxyhemoglobin (HbO2) in 
glow & near-infrared zones.Operation principle of the instrument is: Photoelectric 
Oxyhemoglobin Inspection Technology is adopted in accordance with Capacity 
Pulse Scanning & Recording Technology,so that two beams of di�erent wavelength 
of lights can be focused onto human nail tip through perspective clamp �nger-type 
sensor. �en measured signal can be obtained by a photosensitive element, 
information acquired through which will be shown on screen through treatment in 
electronic circuits and microprocessor.

Please don't measure this device with function test paper for the device's 
related information.
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Read user manual before use.
Lisez le manuel d’utilisation avant emploi.
Bitte die Bedienungsanleitung zu Rate ziehen.
Leggere la guide dell’utente.
Lea la guía de funcionamento.
Low battery / Piles faibles / Niedriger Batteriestatus /
Batteria scarica / Batería baja

Power button / Brightness adjustment
Bouton marche / Réglage luminosité
Start Knopf / Helligkeitseinstellung
Pulsante start / Regolazione della luminosità
Botón de inicio / Ajuste de brillo
Serial Number / Numéro de série / Seriennummer /
Numero di serie / Número de serie
No alarm / Pas d’alarme / Kein Alarm /
Nessun allarme / No alarma 

Waste Electrical and Electronic Equipment
(WEEE) Directive 2012/19/EU.

Protection rating against solids and liquids
Indice de protection contre les solides et les liquids
Schutzart gegen Feststo�e und Flüssigkeiten
Grado di protezione contro solidi e liquidi
Grado de protección contra sólidos y líquidos �e Start by iHealth PO2 has a two-year warranty according

to European legislation. If you have any questions regarding
the usage of the product, please visit our website
http://www.ihealthlabs.eu or send us a query directly on
support@ihealthlabs.eu

Complies with MDD 93/42/EEC requirements
Conforme à la Directive 93/42/CEE
Konformität mit der EU-Richtlinie Nr. 93/42/EEC
Conformità alla Direttiva EC numero 93/42/EEC
Conformidad con la directiva n°93/42/EEC

Manufacturer / Fabricant / Hersteller / Produttore /
Fabricante

Manufacture date / Date de fabrication / Hersetellungsdatum /
Data di produzione / Fecha de fabricación

Authorized representative / Mandataire / Bevollmächtigter /
Rappresentante autorizzato / Representante autorizado

Keep dry / Garder au sec / Trocken halten /
Mantenere asciutto / Mantener seco

1. No �nger inserted 2. Signal inadequacy
1. Pas de doigt inséré.2. Problème de réception du signal
1. Kein Finger eingeführt 2. Unzureichende Signalqualität
1. Dito non inserito 2. Segnale non adequato
1. Dedo no insertado 2. Inadecuación de la señal

�e pulse oxygen saturation (%)%SpO2

Pulse Rate (bpm)

Battery positive electrode

Battery cathode

PRbpm

Technical Speci�cations

Warranty 

Manufacturer information
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Recyclable Packaging


